Introduction {#S1}
============

Illicit drug use is a growing problem in the United States, with associated detrimental health effects to users that may cause them to seek urgent care. The number of recent users increased from 8.3 percent in 2002 to 9.4 percent in 2013, an estimated 24.6 million people \[[@R1]\]. This figure includes 1.5 million cocaine users. Within approximately the same period, the number of annual emergency-room visits attributable to drug misuse or abuse rose by 52% (between 2004 and 2011), and cocaine was detected in 40.3% of all illicit-drug-related admissions \[[@R2]\]. In order to accurately diagnose and treat patients in emergency room situations, it is critical to identify the cause of admission, e.g., the type of drug present in the patient's system. The symptoms of illicit drug abuse are often similar and can sometimes be misdiagnosed as physical or psychiatric disorders \[[@R3]\]. In particular, cocaine may cause arrhythmias, myocardial infarction, hypothermia, seizures, and/or hallucinations \[[@R4]\]. Current serum and urine toxicological screening methods can be inconvenient and time-consuming, requiring the collection of samples from potentially uncooperative patients. Thus, there is a need for a rapid and minimally invasive analytical technique to accurately detect illicit substances in emergency room patients. To reduce the invasive nature of sample collection, saliva may be used in lieu of blood or urine. Typically, drugs are represented in saliva at concentrations similar to blood plasma \[[@R5],[@R6]\], while saliva is characterized by better sample integrity than urine and can contain both the parent compound and metabolites \[[@R7]\]. Furthermore, saliva is 99.5% water, making it easy to chemically analyze \[[@R8]\]; and simple saliva collectors are readily commercially available.

In the case of cocaine, previous studies have shown that cocaine and metabolite concentrations in saliva are significantly correlated with blood plasma concentrations and that the metabolite-to-parent ratio detected in oral fluid can potentially be used as an indicator of the time of last use \[[@R9],[@R10]\]. In one study, cocaine was detected in saliva at concentrations 4.9 times higher than in urine and serum, and all saliva samples yielded true positives for cocaine while some matched urine and serum samples had undetectable concentrations of the drug \[[@R11]\].

The current accepted cut-off threshold for the detection of most drugs in saliva falls within the 10-50 ppb (10-50 ng/mL) range, as defined by the U.S. Substance Abuse and Mental Health Services Administration (SAMHSA). For clinical applications, a device that can reliably measure these concentrations in just a few minutes, without false positives or negatives, is desirable \[[@R12]\]. To this end, we have been investigating the potential of surface-enhanced Raman spectroscopy (SERS) to both identify and quantify drugs of interest and their metabolites in an oral fluid matrix \[[@R13]-[@R15]\].

In this study, a rapid SERS-based method was developed to measure cocaine in saliva. Various sol-gel chemistries, doped with silver or gold as the SERS-active medium, were investigated. A solid-phase extraction (SPE) pretreatment procedure, including steps to free cocaine from the saliva matrix and concentrate samples prior to measurement, was also developed. Clinically relevant concentrations of cocaine were measured in saliva, and the results were subjected to statistical analysis.

Materials and Methods {#S2}
=====================

SERS-active sol-gel capillaries {#S3}
-------------------------------

Gold and silver sol-gels were prepared according to previously published procedures \[[@R16],[@R17]\], with some modifications. Briefly, a metal-ligand precursor (e.g., silver amine or gold chloride) was mixed with a Si-alkoxide precursor (tetramethyl orthosilicate or methyltrimethoxysilane) in methanol. The SERS-active capillaries were prepared by drawing \~20 μL of the resulting gold- or silver-doped sol-gel into a 10 cm long, 1 mm diameter glass capillary (VWR International, Bridgeport, NJ, USA) to form a \~1 cm plug. The plug was allowed to gel and cure, after which the incorporated gold or silver ions were reduced by flowing 5 mL of 0.1M NaBH~4~ through the capillary. A sample photograph of a reduced gold sol-gel capillary is included in the [Supporting Information (Figure S1)](#SD2){ref-type="supplementary-material"}.

Sample pretreatment {#S4}
-------------------

SPE cartridges were obtained from United Chemical Technologies (UCT C8+SCX Clean Screen SPE columns; Bristol, PA, USA). All solvents used during the extraction experiments were obtained from Sigma Aldrich (Allentown, PA, USA). For the SPE pretreatment procedure, the column was first conditioned with 1.3 mL of methanol, followed by 1.3 mL of water. Then, 1-2 mL of sample was flowed through the SPE cartridge at a rate of 1 mL/min using a GenieTouch syringe pump (Kent Scientific, Torrington, CT, USA). The column was then dried by flowing air through it for 1 minute using the syringe pump in draw mode, after which analytes were eluted off the column using 100 μL of 50/50 (v/v) hexane/ethyl acetate at a flow rate of 1 mL/min. Finally, 25 μL of the collected eluate was loaded onto a SERS-active capillary and measured using SERS. The recovery efficiency of the SPE method was confirmed by gas chromatography (GC) analysis of samples with known concentration before and after extraction.

For physical separation using centrifugation, a Galaxy Mini centrifuge (VWR, Radnor, PA, USA) was employed for 5 minutes at 6000 rpm. For filtration steps, a 0.2-micron filter (Grace Davison Discovery Science, Deerfiled, IL, USA) was connected to a Luer-Lok plastic syringe (Becton-Dickinson, Franklin Lakes, NJ, USA), and the sample was passed manually through the filter.

Saliva samples {#S5}
--------------

Saliva sample controls were collected from volunteers using an oral swab (Medimpex United Inc., PA, USA). The swabs were wiped along all inner mouth surfaces for 1 minute, collecting \~1 mL of saliva. Samples were collected throughout the day, then combined and stored in a freezer until use. Varying amounts of a standard cocaine solution were added to saliva samples to yield artificially spiked samples at a desired range of concentrations. These samples were loaded directly onto SERS-active capillaries for SERS measurement.

The SPE pretreatment method described above was modified for saliva samples as follows: A 0.5 mL saliva sample was collected using a swab and transferred to a centrifuge tube containing 0.5 mL of 0.1M pH 6 acetate buffer. A C8+SCX SPE cartridge was preconditioned by sequentially drawing 1 mL each of methanol and 0.1M acetate buffer through it at 2 mL/min. Then, the 1 mL buffered sample was drawn through the column at 1 mL/min. The column was washed by sequentially drawing 1 mL each of water, 0.1M HCl, and methanol through it at 2 mL/min, and then dried by drawing air through it for 1 min. The analyte was eluted from the column using 1 mL of 2% NH~4~OH in methanol at a flow rate of 0.5 mL/min. All fluid flow through the SPE cartridge was accomplished using a syringe. The eluate was evaporated to dryness under nitrogen flow and reconstituted using 10 μL of 50/50 (v/v) methanol/water, which was then drawn into a SERS-active capillary for measurement.

Analyte concentrations were verified using gas chromatography with flame ionization detection (GC-FID) (Model 17 A, Shimadzu, Columbia, MD, USA). The instrument was fitted with a split-splitless injector and an RTx-1 capillary column (30 m × 0.53 mm, 100% dimethylpolysiloxane; Restek, Bellefonte, PA, USA), and helium was used as the carrier gas. The injector was set to 300°C and a split ratio of 1. The oven temperature program was as follows: initial temperature 150°C; ramp to 305°C at 10°C/min; hold at 305°C for 4 min. The FID temperature was maintained at 300°C. Samples were injected at a volume of 1 μL.

SERS analysis {#S6}
-------------

For all samples, a 20 μL aliquot was manually drawn into a prepared SERS-active capillary using a syringe. The capillary was mounted on an XY stage above a fiber-optic probe for immediate analysis. SERS measurements were performed using FT-Raman and dispersive Raman analyzers, both employing laser excitation at 785 nm and a power of 80 mW (models RamanID and SERS-Lab, respectively, Real-Time Analyzers, Middletown, CT, USA). Spectra were collected at 10 spots along the sol-gel plug, at 1 mm intervals, for 1 minute each using the FT-Raman analyzer and 10 seconds each using the dispersive Raman analyzer, unless otherwise noted; the results for each capillary were averaged using Raman VISTA software (Real-Time Analyzers).

Results {#S7}
=======

Throughout the development of this method, various aspects were investigated to achieve the detection of 10-50 ng/mL cocaine in saliva. This included silver vs. gold as the SERS-active metal; methods to preconcentrate the samples, such as SPE, sample pH, improvements in Raman analyzer technology, and methods to extract the cocaine from saliva.

To determine the optimal sol-gel chemistry, cocaine in solution was measured using multiple variants of gold- and silver-doped sol-gels. The gold-doped sol-gels yielded greater sensitivity than the silver-doped sol-gels, by approximately two orders of magnitude. The lowest measured concentration using the silver-doped sol-gel capillaries was 100 μg/mL, while the lowest measured concentration for the gold-doped sol-gel capillaries was 1 μg/mL. Representative spectra are shown in [Figure 1](#F1){ref-type="fig"}.

Given the better sensitivity obtained using gold, the gold sol-gel was selected for use in further experiments. For the first experiment, a concentration series of cocaine in water was examined to establish the SERS limit of detection using the gold capillaries. The intensity of the peaks, shown in [Figure 2](#F2){ref-type="fig"}, follows a Langmuir curve (13). Furthermore, cocaine was consistently detected at concentrations as low as 125 ng/mL without any sample pretreatment or spectral manipulation.

While 125 ng/mL is adequate for the federal mandatory workplace drug testing cutoff concentration of 150 ng/mL \[[@R18]\], for clinical applications a lower detection limit is needed. In order to achieve the desired goal of 10-50 ng/mL in saliva, the possibility of a pretreatment step was investigated. In particular, SPE has been shown to be a reliable and inexpensive method for recovering low-concentration analytes from a matrix \[[@R19],[@R20]\], and the authors have successfully used this method previously to recover drugs from saliva \[[@R21]\]. Because cocaine is a basic drug, it was necessary to select an SPE material that is appropriate for basic compounds. The UCT C8+SCX column, which contains monomerically bonded octyl and benzene sulfonic acid on silica and retains analytes with both neutral and amine functional groups, but passes analytes with carboxylate functional groups, was therefore used for pretreatment in all subsequent experiments.

Since the pH of saliva can vary, the effect of pH on SERS measurements of cocaine in water was investigated. The pH of 1 μg/mL cocaine samples was varied by adding dilute HCl or NaOH to yield pH values of 3, 7, and 11. As shown in [Figure 3](#F3){ref-type="fig"}, the characteristic cocaine peaks are relatively stable at acidic pH, but disappear at basic pH. This result was as expected, given that cocaine has a pKa of 8.6. Due to the demonstrated pH sensitivity, it was concluded that the saliva samples would have to be buffered in order to produce accurate results. For this purpose, acetate buffer was selected to mitigate the effects of pH in subsequent experiments.

After collecting saliva from volunteers using an oral swab, the untreated samples were subjected to SERS analysis to ensure that the background spectrum of the saliva matrix would not interfere with cocaine measurements. First, a saliva blank was compared with 0.5 μg/mL cocaine in saliva using the FT-Raman spectrometer. As shown in [Figure 4 (a)](#F4){ref-type="fig"}, the 1002 cm^-1^ cocaine peak is distinctly visible against the saliva background and the broad feature caused by luminescence of the glass capillary between 1200 and 2000 cm^-1^. A characteristic peak at 1020 cm^-1^ is also visible, attributed to the asymmetric phenyl ring breathing mode \[[@R22]\].

Since the FT-Raman spectra were relatively noisy, a dispersive Raman system was built employing a newly available low-noise charge-coupled-device 2-D array detector. While repeated measurements of the same cocaine sample yielded near-identical-intensity spectra with the same features, the dispersive spectrometer provided a 12-fold improvement in noise reduction based on the signal-to-noise ratio for the 1002 cm^-1^ peak relative to the spectrum baseline ([Figure 4 (b)](#F4){ref-type="fig"}). It is also worth noting that the comparison of spectra from cocaine in a capillary, saliva in a capillary, and an empty capillary shows that saliva causes very little interference with the cocaine spectrum. Due to the improved signal quality, the dispersive Raman system was selected for use in further measurements.

Cocaine-spiked saliva samples containing 1000, 500, 250, 100, 50, 25, 10, 5, and 1 μg/mL cocaine were loaded into SERS-active capillaries without pretreatment and measured using the dispersive Raman system. Spectral features specific to cocaine were detected at concentrations as low as 25 μg/mL ([Figure 5](#F5){ref-type="fig"}). However, this is 3 orders of magnitude higher than the SAMHSA cut-off threshold.

In order to improve sensitivity, a series of solvents, specifically acetic acid, acetonitrile, chloroform, and hexane, were investigated to chemically separate cocaine from the saliva mucans. The best performance was observed for acetic acid. As noted above, due to the need to control the sample pH, acetate buffer was selected to meet both chemical separation and buffering requirements. Next, filtration and centrifugation were investigated to physically separate the cocaine from the saliva matrix. Both methods yielded similar results. Due to the ease of use and minimal equipment required for manual filtration compared with centrifugation, the former was selected for all further experiments.

Based on the results obtained for cocaine in water, an SPE pretreatment method was then developed for the spiked saliva samples, using a C8+SCX column as before. Several eluents were investigated, including acetate buffer, acetonitrile, ammonia, ethanol, hexane, hydrochloric acid, methanol, and water. Flow rates were varied from 0.1 to 5 mL/min. In addition to varying the solvent and flow rate, an additional step was added after the SPE process to further improve the sensitivity obtained from sample pretreatment. Following the extraction procedure, the solvent was evaporated from the eluate to concentrate the sample prior to measurement. The total time required for analysis of cocaine in saliva using this method, including pretreatment and SERS measurement, was 15.5 minutes. A schematic of the final method is shown in the [Supporting Information (Figure S2)](#SD2){ref-type="supplementary-material"}.

Artificially spiked cocaine samples in saliva at much lower concentrations were prepared at 1000, 500, 250, 100, 50, 25, and 10 ng/mL. At each concentration, four capillaries were prepared, three to be analyzed in triplicate and a fourth to be used later as an unknown; all capillaries were measured by SERS. This procedure yielded both sensitive and repeatable results, as illustrated in [Figure 6](#F6){ref-type="fig"}.

The raw averaged spectra collected for spiked saliva samples were overlaid by setting the spectral intensity at 810 cm^-1^ to zero. The cocaine intensity was calculated as the peak height at 1002 cm^-1^ minus a baseline drawn from 950 to 1070 cm^-1^. The average standard deviation for the four capillaries individually was 17.1%, while the standard deviation between capillaries was 21.7%.

[Figure 7 (a)](#F7){ref-type="fig"} shows the 3-capillary averaged spectra for cocaine in saliva at 1000, 500, 250, 100, 50, and 25 ng/mL (10 ng/mL was not observed). In [Figure 7 (b)](#F7){ref-type="fig"}, the peak heights at 1002 cm^-1^ are plotted as a function of concentration and fit with a Langmuir curve.

The Langmuir equation is Θ =\[kC/(1+kC)\]S, where Θ is the surface coverage (here expressed as the SERS peak height), k is a constant, C is the sample concentration and S is a scaling constant added to produce the correct SERS peak height. Here, k=0.007, C ranges from 0 to 1000 ng/mL, and S=2900. The Langmuir fit then represents a concentration curve for this analysis. For example, the Langmuir curve predicts the following concentrations for the "unknown" samples: 25=15, 50=50, 100=92, 250=225, 500=340, and 1000=750 ng/mL. It is worth noting that smaller errors occur at lower concentrations for a Langmuir curve. However, the SERS measurements produce different amounts of error at each different concentration, as reflected in their standard deviations ([Table 1](#T1){ref-type="table"}).

Conclusion {#S8}
==========

A method was successfully developed to rapidly measure cocaine in saliva at concentrations as low as 25 ng/mL. The procedure requires minimal space and equipment and can be completed in less than 16 minutes, which makes it appropriate for use in settings such as hospital emergency rooms. Due to the inclusion of a buffer solution and the use of the C8+SCX SPE column, this method could also be applied to measure not only other basic drugs, but also acidic drugs in a saliva matrix. Ongoing research using saliva samples from regular drug users is currently being performed to confirm the accuracy of this method and determine its applicability in real-world conditions. Future studies of pretreatment options may allow the detection limit and analysis time to be improved, and experiments using other pharmaceuticals will confirm the applicability of this method to other compounds.
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![a) SERS of 10 μg/mL cocaine on gold-doped sol-gel capillary; b) SERS of 100 μg/mL cocaine on silver-doped sol-gel capillary; and c) normal Raman spectrum (NRS) of pure solid cocaine. Note that the signal is strongest in spectrum (a). Conditions: FT-Raman spectrometer at 8 cm^-1^ resolution. SERS: 80 mW at 785 nm, ten 1 minute spectra averaged. NRS: 500 mW at 785 nm.](nihms749963f1){#F1}

![SERS of cocaine at 0.125, 0.250, 0.500, 1, 5, and 10 μg/mL on modified gold sol-gel capillaries. Conditions: FT-Raman spectrometer, 80 mW at 785 nm, 8 cm^-1^ resolution, ten 1 minute spectra averaged. The spectra are on the same intensity scale, but offset for clarity.](nihms749963f2){#F2}

![SERS of 1 μg/mL cocaine at pH 3, 7 and 11. Conditions: 1 min scan.](nihms749963f3){#F3}

![SERS of a) 0.5 μg/mL cocaine and saliva blank, collected using FT-Raman, 60 sec; and b) 0.5 μg/mL cocaine and blank glass capillary, collected using dispersive Raman, ten 10-sec spectra averaged. Conditions ((a) and (b)): 80 mW of 785 nm laser excitation.](nihms749963f4){#F4}

![SERS of cocaine at 500, 100, and 25 μg/mL in saliva (top to bottom), no sample pretreatment. Samples of 10 μg/mL and lower only produced a background spectrum.](nihms749963f5){#F5}

![Representative SERS spectra of 100 ng/mL cocaine extracted from saliva. a) Capillary 1, position 10 (10-second spectrum), b) SERS of all 10 spots on capillary 1, c) SERS of the average spectra for all 4 capillaries; the red spectrum is the "unknown" sample.](nihms749963f6){#F6}

![a) SERS of concentrated cocaine extracted from saliva containing 25, 50, 100, 250, 500, and 1000 ng/mL. Spectra are scaled to have the same background intensity. b) Plot of 1002 cm-1 peak heights for each concentration (black squares connected by black line for clarity), Langmuir fit to data (blue line), and results for the 4th capillaries as unknowns (red dots). The standard deviation for the 100 ng/mL "unknown" sample is included.](nihms749963f7){#F7}

###### 

Peak height measurements and statistics for 4 capillaries containing 100 ng/mL cocaine extracted from saliva (3 known and 1 unknown, 10 spots/capillary).

  100ng/ml      Cap 1    Cap 2    Cap 3    Unknown   4 Cap Ave
  ------------- -------- -------- -------- --------- -----------
  Spot 1        2838     2962     1662     2281      
  Spot 2        2590     2714     857      1786      
  Spot 3        2405     2405     2095     1662      
  Spot 4        2900     2466     1786     2281      
  Spot 5        2714     2157     2033     2528      
  Spot 6        2281     2219     1786     1538      
  Spot 7        2343     2405     1352     2095      
  Spot 8        1724     2219     1167     2776      
  Spot 9        2095     2714     2095     2528      
  Spot 10       2590     2095     2343     2095      
  **Average**   2447.8   2435.5   1717.4   2156.9    2189.4
  **Stddev**    340.2    268.7    443.3    382.6     475.6
  **%dev**      13.90%   11.03%   25.81%   17.74%    21.72%

Values shown are the peak height calculated at 1002 cm^-1^ minus a baseline drawn from 950 to 1070 cm^-1^.
